Device connectivity for image-guided medical applications.
The integration of medical devices with software applications is crucial for image-guided medical applications. This work describes a general device interface that has been designed for high-frequency streaming of multi-modal events, thus providing maximum performance and flexibility for such applications. Several sample applications and performance tests are provided to demonstrate the usability of the concept.